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AFFECTED PRODUCTS Affected models include Trilogy Evo, Garbin Evo, LifeVent Evo 2 units with
software versions 1.00.05, 1.01.09.00, 1.01.10.00, and 1.01.11.00. These
software versions represent all Trilogy Evo software versions introduced into
production and released for upgrade to the field for the life of the device.

PROBLEM The Trilogy Evo is designed to maintain an immediate alarm for two minutes
DESCRIPTION when a loss of therapy or power failure event is detected. During engineering

testing Philips became aware of two unlikely scenarios that result in the Trilogy
Evo failing to alarm immediately and persistently after a loss of therapy
event. The failure to alarm as designed is the result of the software on impacted
Trilogy Evo devices not reacting properly to these events.

These failures have not been reported from the field and were only observed
during device testing in a controlled environment designed to force the failures to
occur. The failures are unlikely to occur outside of the testing environment.

In cases where a remote alarm or nurse call normally closed (NC) alarm system
is in use, the Trilogy Evo appropriately signals the accessory alarms to
annunciate.

HAZARD INVOLVED Should this problem occur, it is possible that caregivers could be delayed in
responding to patients receiving insufficient ventilation for their intended therapy
session, resulting in patient harm.

HOW TO IDENTIFY Affected models include Trilogy Evo, Garbin Evo, LifeVent Evo 2 units with
AFFECTED PRODUCTS softwareversions 1.00.05, 1.01.09.00, 1.01.10.00, and 1.01.11.00.

Per the device’s User Manual, the device software version can be viewed as
follows:
. In the menu bar, tap the Options icon.
. In the device Options window, tap Information
. Software Version Number is listed here

ACTION TO BE TAKEN 1. Affected devices can continue to be used in accordance with device
BY CUSTOMER I USER Instructions for Use and this Field Safety Notice until it is possible to update

the device software
2. Until the software is updated, users should do the following:

o Use the Trilogy Evo device only in cases where an accessory
remote alarm or nurse call normally closed (NC) system is in
use andlor;

o An additional physiological monitoring alarm is in place on the
patient (e.g. SPO2) as recommended in device labeling

o The Trilogy Evo device should be removed from use in any
case where the above mentioned monitoring and alarms are
not in place

3. Update the device software as soon as possible. The updated device
software is available on my.respironics.com

4. Download the software to a USB drive from my.respironics.com and follow
your device user manual to install.

5. If you have any problems downloading and installing the updated software
from my.respironics.com, please contact our Customer Service Department
at [Insert local customer service phone number]

6. Return the Business Reply Form (BRF) confirming that device software has
been updated

_______
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ACTIONS PLANNED BY Philips Respironics will send follow up communications in fifteen (15) days if we
PHILIPS do not receive confirmation that your device has been updated.

FURTHER Should you have any questions or need further information regarding this
INFORMATION AND communication, please do not hesitate to contact us at [Insert local customer
SUPPORT service phone number]

_______
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